We have shown that a multicompartment model accurately predicts end-tidal (ET) sevoflurane (sevo) and isoflurane concentrations. The model has been adapted to use real-time fresh gas flow and vaporizer settings to display a 10-min prediction of ET sevo concentrations. In this study, we evaluated the effect of the predictive display on the speed and accuracy of changes in ET sevo by the anesthesiologist. Fifteen patients were studied in whom sevo-based anesthesia was expected to last more than 2 h. Four step changes of target ET concentration (ϩ0.5, ϩ1.0, Ϫ1.0, and Ϫ0.5 vol%) were made either unaided or with the prediction display. Fresh gas flow was 1 L/min. Response time, maximum overshoot, and stability in the 5 min after the target was achieved were compared by using two-tailed paired Student's t-tests. Changes were made on average 1.5-2.3 times faster with the predictive display than without it. These differences were statistically significant (P Ͻ 0.05) for the ϩ0.5, ϩ1.0, and Ϫ0.5 vol% step changes but not for the Ϫ1.0 vol% change. There were no differences in the degree of overshoot or stability. These differences are comparable to those seen with an automatic feedback control system. This system may simplify the administration of volatile anesthesia and the use of low-flow anesthesia.
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(Anesth Analg 2004;99:1159 -63) P harmacokinetic models are available for a wide range of IV drugs used during anesthesia. These models form the basis for methods of assisting the anesthesiologist in the delivery of these drugs and include computer-based systems such as "StanPump," a manual slide rule for propofol target-controlled infusion (TCI) (1) , and a comprehensive display of the previous and projected blood and effect-site levels of all IV drugs (2), but none of these systems is in routine use. Commercial systems for TCI of propofol, such as the Diprifusor ® , are available in many countries. Similar pharmacokinetic models have been described for volatile anesthetics. Although systems for closed-loop control of volatile anesthesia have been described (3) (4) (5) , these are not in common clinical use. There may be several reasons for this difference, including regulatory hurdles (also affecting TCI of drugs other than propofol), the need for suitable actuators and delivery systems, and perceived reluctance of the marketplace.
We have developed a system to guide the administration of volatile anesthetics. This system displays past values and future predictions for end-tidal (ET) concentrations of volatile anesthetics on the basis of past and current vaporizer and fresh gas flow (FGF) settings. The aim of this article is to describe the system and evaluate its utility in guiding changes in ET sevoflurane (sevo) concentrations.
Methods
We have described the validation of a ninecompartment model of anesthetic uptake and distribution (6) that predicts ET isoflurane and sevo at least as well as various models predict blood propofol concentrations. The model is an adaptation of that described by Heffernan et al. (7) , originally developed as a teaching tool. This was based on those described by Mapleson (8, 9) and uses nine compartments: circuit, lung/blood, heart, brain, kidney, liver, muscle, fat, and poorly perfused tissues. The model does not include compartments to mimic blood transit time (8, 10) . Variables of the model, such as the volume of tissue compartment and relative blood flows, are those used by Heffernan et al. (7) , and the various partition coefficients are those we have used previously (6, 11, 12) . A detailed description of the model is included in the report of the validation study (6) .
In the version of the system used in this study, the anesthesiologist enters the anesthetic in use and the weight of the patient. This information is used to initialize the system by setting compartment sizes, cardiac output, and ventilation based on patient weight, as well as partition coefficients for the chosen volatile anesthetic. The model then receives FGF and vaporizer settings every 10 s from the anesthesia machine (Datex ADU) and uses this information to model the course of the anesthetic.
Every 10 s, after iteration of the main model, the current state of the model is copied to a second instance of the model, which then "looks ahead" 10 min by using the current FGF and vaporizer settings to produce predictions for ET values. These predictions are scaled to bring the value for the current predicted ET in line with the actual ET value measured on the anesthesia monitor by multiplying all predictions by the ratio (current measured ET)/(predicted measured ET).
The system display is updated every 10 s and shows past measured values along with the predictions (Fig.  1 ). The unscaled "error" in the prediction (current prediction Ϫ current measured) is also shown to provide the user with a continuing indication of the performance of the model. For clinical use, the system is run on a Macintosh LCIII computer, and the output is displayed on a screen that incorporates a trend graph of most monitored variables. The system was placed in two operating rooms for 6 mo before this study. A description of the system was distributed to all anesthesiologists in our department (40 staff specialists and 16 residents), and a copy was available with each system.
The Canterbury Ethics Committee approved the study. Fifteen ASA physical status I-III patients scheduled to undergo elective surgery expected to last at least 2 h with sevo-based anesthesia agreed to participate in the study and gave written consent. Before starting, use and interpretation of the system display were reviewed with the anesthesiologist in charge of the case. The anesthesiologist was asked to make eight step changes in measured ET sevo values. Each change was to be made as rapidly as possible, and the new level was to be maintained for a further 5 min with minimal variation. The study was designed with two arms. In each arm, 4 changes (an increase of 0.5 and 1 vol% and a decrease of 0.5 and 1 vol%) were made. In one arm, the prediction system display was visible, and in the other arm, the same four changes were made without the display. Random number determined the order of the study arms, and all changes in one arm were completed before proceeding to the other arm. Within each arm, the anesthesiologist chose the time at which each of the four changes in that arm were made and the order in which they occurred and announced each change to the investigator. Each change was preceded by a period of at least 5 min with a constant ET sevo concentration. Total FGF was maintained at 1 L/min throughout the study period.
Data from the anesthetic machine (Datex ADU) and the anesthesia monitor (Datex AS/3) and the output of the model were recorded every 10 s on a Macintosh iBook, which also provided the display used in the study. Data for each subject were transferred to a spreadsheet to allow extraction of the predefined endpoints. The primary end-point of the study was the 10%-90% increase time for each change. Secondary end-points were the maximum overshoot and the proportion of time within 0.15 vol% of the target over the 5 min after the target was achieved.
Data are presented as mean Ϯ sd. Results for each change type with and without the prediction system were compared by using a paired two-tailed Student's t-test; P Ͻ 0.05 was taken as significant.
Results
Data were collected from 15 anesthetics given by 13 anesthesiologists. Ten of the anesthesiologists, including the two who where involved in the study twice, were staff specialists, and the remaining three were residents. All had prior experience with the predictive system. The mean age of the patients was 54 yr (range, 33-72 yr), and mean weight was 83 kg (range, 54 -122 kg). Data were incomplete in three cases because not all changes could be completed before the end of surgery; these data were included in the analysis. One set of data was unusable because of equipment problems.
The results are summarized in Table 1 . The mean time for a change was between 1.5 and 2.3 times faster in the predictive display group when compared with the control group. These differences were statistically significant for the 1.0 vol% increase (P ϭ 0.02), the 0.5 vol% increase (P ϭ 0.04), and the 0.5 vol% decrease (P ϭ 0.03), but not the 1.0 vol% decrease (P ϭ 0.26). There were no significant differences in the degree of overshoot (P values were all Ն0.2). Table 1 also shows the proportion of time spent within 0.15 vol% of the target over the 5 min after the target was first achieved for each type of change. This was taken as an indication of the stability of control of ET sevoflurane levels after the change. There were no significant differences among groups in this measure of stability.
Discussion
This article describes a decision support tool for the administration of volatile anesthesia. Use of this system allowed anesthesiologists to make a number of step changes in ET sevo approximately twice as fast as when the system was not available. There was no difference in the amount of overshoot or variability in the 5 minutes after the change.
Systems that provide closed-loop control of ET volatile concentrations have been described, but with the exception of the Drager Physioflex, which is sold in Europe, these systems have not been available commercially. Anesthesia-delivery systems for total feedback control are under development.
Sieber et al. (3) used a similar study design to assess an automatic feedback control system. In their study, step changes of Ϯ0.3 and Ϯ0.6 vol% isoflurane were made either by anesthesiologists or by the control system. They found that the automatic system was faster than manual control for the Ϯ0.6 vol% changes, but not the Ϯ0.3 vol% step. This is similar to the pattern of results in the present study. In contrast, Sieber et al. (3) found that their automatic system produced less overshoot and more stability than manual control.
In contrast to automated control systems, our predictive display allows the anesthesiologist to administer a manually-driven target-controlled volatile anesthetic by displaying a prediction of ET values over the succeeding 10 minutes on the basis of the current FGF and vaporizer dial settings. Because the predictions are updated every 10 seconds, the user can rapidly adjust the "inputs" to produce a desired effect on ET values. We have shown that this model has minimal bias, with a median performance error (a measure of bias in the individual) of 3.4% and a median absolute performance error (a measure of the inaccuracy of the model) of 10.9% (6) . More importantly, the amount of bias stays relatively constant in an individual, as estimated by "divergence" (time-weighted deviation) and "wobble" (variability of the error in an individual). These variables were defined by Varvel et al. (13) and have become the standard method for analyzing the performance of IV infusion systems. Values found with the model used for this study are well within values suggested as acceptable limits for a TCI system: median performance error Ͻ10%-20% and median absolute performance error 20%-40% (14) .
Varvel et al. (13), in describing their method for assessing the performance of models, suggest that low values of the time-dependent measures of bias are more important than absolute measures of bias. If these factors are low, the user can rely on a system to maintain a given blood or ET level. In the model used in this system, wobble is 3.8%, and divergence is 0.85%/h. Assuming a typical ET target for sevo of 2 vol%, this translates to a wobble in ET of Ͻ0.1 vol% and a divergence of Ͻ0.02 vol%/h.
The results of this study suggest that the system facilitates more rapid changes in ET values than unaided manual control. This allows the user to determine the current state of the patient on the basis of a large number of factors and then to use the system to help maintain the current state or to help move to another state (more or less volatile) in a controlled manner, as demonstrated by the results of this study. However, these results suggest that the predictive system does not affect the quality of ET control, as estimated by the degree of overshoot and time spent within 0.15 vol% of the target.
We did not see a significant difference in the 1.0 vol% decrease group, although the mean increase time for the change was reduced by 35%. A post hoc power analysis suggests that 30 subjects would be needed to show a significant difference in this group. A statistically significant difference was seen in the other three groups, suggesting that mechanisms other than sample size may have been involved. We suspect that in this study, a given decrease in the ET value was often produced by turning the vaporizer off. This means that, because the FGF was fixed at 1 L/min, the rate of decline was determined by the physical characteristics of the anesthetic. A flow rate of 1 L/min is often used during maintenance in our hospital (15) . We have observed that, in routine clinical practice, users of the system manipulate FGF as a secondary means of adjusting future ET values so that FGF may be increased during a change, and once the ET value approaches the target, the FGF is reduced again. Because the system takes the guesswork out of low-flow anesthesia, we often see FGF reduced to quite low levels when the predictive system is used in routine practice. The effect of different FGF rates was outside the scope of this study. However, one would expect a system such as that described in this article to become more useful as flow rates decrease.
There are a number of potential problems with the design of this study. We did not formally assess the learning effect during the study. However, superficial analysis does not suggest any differences in results over the duration of the study. The study design also did not differentiate between the effect of the predictive display and the historical trend display. The standard configuration for anesthesia patient monitors in our hospitals includes the display of a "slow agent" wave form. This gives a display of the recent (five-to seven-minute) history of inspired and expired volatile concentrations and may be part of the reason why there was little difference in variability among groups once the change was completed. In contrast, Sieber et al. (3) found more overshoot and variability in their manual control group.
We chose to study sevo rather than isoflurane because the lower solubility of sevo means that inspired and expired concentrations are more tightly coupled. This should make the step changes required in this study easier to generate unaided with sevo than with isoflurane, and thus a significant result in a study with sevo should carry more weight.
There are a number of advantages to an advisory system such as this. With suitable transducers, it can be adapted to any anesthesia-delivery platform. It overcomes perceived safety issues of closed-loop computer control (16) . Although users in this study were asked to make changes as rapidly as possible, the system allows the user to control the rate of change; many control systems are set to achieve the desired level as soon as possible, but this system allows the user to choose the rate of change. The system also illustrates the type of changes a control system might make and may act as a useful introduction to help anesthesiologists become more comfortable with a closed-loop control system. The system also acts as a safety device: if the vaporizer is left on a very high or low setting, the predictive display clearly demonstrates the future effects on ET values and may alert the anesthesiologist before any risk or harm to the patient occurs.
In addition, this system proved to be a valuable teaching tool for illustrating aspects of volatile anesthetic uptake and distribution in a real-time clinical setting. Although only the effect on ET values is displayed, the effects of various changes in both inputs and patient variables are readily illustrated and provide a basis for discussion of the underlying processes.
Many useful systems to demonstrate these principles have been described (7, 17, 18) . The model used in our system is, in fact, the descendant of one of these (7) . These tools are useful classroom tools. They are often used by those in the early stages of their training but are often difficult to relate to clinical practice.
In a simulation study using a similar type of predictive display of the effect-site concentrations of propofol and remifentanil, Syroid et al. (2) found less variation in effect-site concentrations. Their study participants believed that they performed better and with reduced stress when using the predictive display. These results support the use and value of a predictive display for administering anesthetics and echo comments made informally by users of our system.
The advantages of low-flow and closed-circuit anesthesia are well recognized. Several closed-loop control systems for volatile anesthesia are based on closed-circuit administration (19, 20) , as are a number of models that could be adapted as controllers (21) . The system described in this article facilitates lowflow anesthesia by graphically demonstrating the effects of various flow rates. The user can rapidly determine the minimum FGF that will maintain a given ET value. It also allows users to reduce flows at a rate they are comfortable with. This approach is also useful because it facilitates low-flow techniques rather than being proscriptive.
A system for manual control of target-controlled volatile anesthesia that predicts ET concentrations 10 minutes into the future is described. Use of this system allows faster changes in ET sevo that are comparable to those achieved with an automated system. Data shown are the time for change expressed as the 10%-90% increase time; the maximum overshoot for each change, as percentage of the target; and the stability after the step change, as the percentage of time within 0.15 vol% of the target over the 5 min after the target was achieved.
